Background
==========

Periprosthetic joint infection (PJI) has been considered as one of the most overwhelming complications after total joint arthroplasty (TJA). It has been demonstrated that 1%--3% patients may suffer from PJI \[[@b1-medscimonit-23-353]--[@b3-medscimonit-23-353]\], which is a critical issue challenging clinical practitioners. The symptoms of PJI are often nonspecific, therefore making the diagnosis of PJI filled with challenges \[[@b4-medscimonit-23-353]\]. In caring for a painful joint arthroplasty, the ability to distinguish between septic and aseptic failure of the prosthesis is critical, as the treatment for PJI necessitates unique surgical strategies that aim to eradicate the infecting organism(s) \[[@b5-medscimonit-23-353]\].

The Musculoskeletal Infection Society (MSIS) came up with a consensus statement providing a concise definition of a PJI for both clinical practice and research publications \[[@b6-medscimonit-23-353]\] that has been more widely used. Diagnosis of PJI according to the MSIS definition requires either one of two major criteria (sinus tract communication with a prosthesis or a pathogen isolated by culture from two separate fluid samples), or four of six minor criteria including elevated erythrocyte sedimentation rate (ESR), elevated C-reactive protein (CRP), elevated white blood cell (WBC) count, elevated percentage of polymorphonuclear neutrophils (PMN), presence of purulence, and more than five neutrophils per high-power field on frozen section \[[@b7-medscimonit-23-353]\]. Requiring a large amount of money and at least one week to make a definite diagnosis, the MSIS standard is quite complicated to be used in clinical work. Therefore, exploring a precise, convenient, and cost-effective method is of critical urgency for the diagnosis of PJI.

Parvizi et al. \[[@b8-medscimonit-23-353]\] first proved that LE strip test can be used as a novel and rapid diagnostic method for PJI in 2011. However, this method has not been reported in any Asian population and has never been used in domestic hospitals. Therefore, in our prospective study, we used two common LE strips in hospitals and regarded the MSIS definition as the reference standard to further evaluate the diagnostic value of this convenient strip in hip and knee PJI.

Material and Methods
====================

Research subjects
-----------------

We prospectively performed the LE strip test on 72 patients who had revised total knee or hip arthroplasty for either aseptic failure or PJI from October 2014 to September 2015 in PLA General Hospital. We got intraoperative synovial fluid from joints undergoing knee and hip arthroplasty revision. Synovial aspiration was performed just prior to the arthrotomy with an 18-gauge needle. Inclusion criteria were the following: patients after TJA (knee and hip) with sustained swelling of the joint and fever, with unexplainable pain in the joint after surgery, with increased ESR and CRP for consecutive days, or with the requirement of joint cavity paracentesis to identify the infection.

PJI diagnosis based on MSIS
---------------------------

Patients were divided into two groups (PJI group and non-PJI group) based on the reference standard of MSIS. Patients meeting one of the three following criteria were classified in the PJI group: (1) sinus tract communication with a prosthesis; (2) the same pathogen isolated by culture from two separate fluid samples or tissues; and (3) four of the following six criteria were positive: (i) increased ESR and CRP (ESR \>30 mm/h, CRP \>10 mg/L); (ii) increased synovial fluid white blood cells (\>3000/μL); (iii) increased synovial fluid percentage of polymorphonuclear neutrophils (\>65%); (iv) presence of purulence in synovial fluid; (v) positive culture in synovial fluid or tissue; and (vi) histopathological analysis of perisprosthetis showed more than 5 neutrophils per high-power field on frozen section in more than 5 high-power fields (×400). Patients who could not meet these above-mentioned criteria were classified in the non-PJI group.

LE strip test
-------------

Immediately following aspiration, one drop of synovial fluid was applied to the leukocyte test pad of two standard chemical test strips (Combur10 TestM Roche, Germany, and AUTION Sticks 10PA Arkray) to detect the presence of LE. Results were recorded after 60 to 180 seconds \[[@b9-medscimonit-23-353]--[@b11-medscimonit-23-353]\]. Two LE strips were used per aspiration to ensure the reliability of the strip result. The changing color of the test strip was interpreted as negative (white), trace (slightly purple), + (light purple), or ++ (dark purple). Only dark purple was considered as a positive result; otherwise, the result was negative ([Figure 1](#f1-medscimonit-23-353){ref-type="fig"}). All strips were read and interpreted by three different trained orthopedic research fellows, and a conclusion was made based on the major result if there is a disparity. Samples contaminated with blood were centrifuged \[[@b12-medscimonit-23-353]\] and supernatant was applied to the strip (5000 r/min, 3 min). In addition, there were 9 patients whose synovial fluid was insufficient for LE strip test but who could be diagnosed through using the MSIS criteria. These patients were regarded as false-negative.

### Statistical analysis

The data were processed with the statistical software package SPSS. A diagnostic 2×2 table was established based on the LE test and MSIS standard. Sensitivity, specificity, positive predictive value (PPV), and negative predictive value (NPV) were calculated. Pearson's correlation coefficient between the LE reading and the CRP, ESR, WBC counts, and PMN percentage was calculated.

Results
=======

General information about included patients
-------------------------------------------

Based on the MSIS reference standard, 38 patients (26 knee replacement and 12 hip replacement) were diagnosed as having PJI. Among them were 19 males and 19 females, with ages ranging from 31 to 80 years (63.35±12.8 years) and body mass index (BMI) of 19.10\~32.04 kg/m^2^ (25.07±3.01 kg/m^2^). Among the 34 uninfected patients (23 knee replacement and 11 hip replacement), there were 15 males and 18 females, with ages ranging from 22 to 79 years (56.89+13.76 years) and BMI of 18.36\~33.28 kg/m^2^ (23.91±2.89 kg/m^2^). There was no statistical difference between these two groups in terms of age, gender, and BMI (p\>0.05).

Diagnostic value of LE strip when compared with MSIS reference standard
-----------------------------------------------------------------------

Among the 72 patients included in our study, we could not obtain enough synovial fluid for the LE strip test in 9 (12.5%) of them, leaving 63 samples for the LE strip test. Among the 63 samples, 61 were readable and three doctors differed on 2 of the results, which were considered to be between light purple (negative) and dark purple (positive). We finally made the decision based on the major opinions, one positive and the other negative. As for other 17 samples that were contaminated with blood, all results were readable after centrifugation. A total of 33 samples were defined as dark purple (positive), while 30 samples were defined as light purple, slightly purple, or white. The final result of the two chosen strips was the same in all samples.

After comparing the LE strip test with the MSIS reference standard, there were 1 false-positive sample and 6 false-negative samples among all 72 samples ([Table 1](#t1-medscimonit-23-353){ref-type="table"}). Sensitivity and specificity of the two strips were 84.21% (95% confidence interval \[CI\]: 68.75\~93.98%) and 97.06% (95% CI: 84.67\~99.93%), respectively. PPV and NPV were 96.97% (95% CI: 84.24\~99.92%) and 84.62% (95% CI: 69.47\~94.14%), respectively ([Table 2](#t2-medscimonit-23-353){ref-type="table"}).

Comparison of LE strip with CRP, ESR, and PMN percentage in diagnosing PJI
--------------------------------------------------------------------------

ESR, CRP, white blood cell (WBC) count and ploymorphonuclear (PMN) percentage were calculated and compared between the PJI and non-PJI group ([Table 3](#t3-medscimonit-23-353){ref-type="table"}). In addition, we analyzed the correlation of the LE data with the corresponding data for parameters that increased in serum or synovial fluid for diagnosing PJI: ESR, CRP, synovial WBC count, and synovial PMN percentage included ([Table 4](#t4-medscimonit-23-353){ref-type="table"}). The LE level was significantly correlated with all those parameters (p\<0.001), and the strongest correlation was with the percentage of PMN in the synovial fluid (r=0.845).

Discussion
==========

PJI is currently one of the most serious complications that our patients, clinicians, and our healthcare system are confronted with \[[@b13-medscimonit-23-353]\]. The reasons for the diagnostic difficulty include the absence of specific clinical signs and symptoms, the relative lack of accurate laboratory tests, and low culture rate in isolation of pathogens due to prior therapy and formation of biofilms \[[@b14-medscimonit-23-353],[@b15-medscimonit-23-353]\]. The MSIS recently responded to this diagnostic difficulty by developing a definition for PJI \[[@b16-medscimonit-23-353]\]. Although clinically useful, this definition remains complex and time consuming due to the subjective observation of purulence and interpretation of the frozen section histology and the low culture rate, all of which cause delay in diagnosis. Therefore, it is urgent to search for a precise, rapid, and cost-effective detection method.

The LE strip has been used to detect urinary tract infection for more than three decades \[[@b17-medscimonit-23-353]--[@b19-medscimonit-23-353]\], and its diagnostic value has been reported \[[@b20-medscimonit-23-353]\]. Parvizi et al. first proved that the LE strip could be used in the diagnosis of PJI. They reported that ++ was considered as the positive result, and the sensitivity and specificity were 80.6% and 100%, respectively, with a PPV and NPV of 100% and 93.3%, respectively \[[@b8-medscimonit-23-353]\]. Since then, Aggarwal et al. \[[@b12-medscimonit-23-353]\], Wetters et al. \[[@b21-medscimonit-23-353]\], Nelson et al. \[[@b22-medscimonit-23-353]\], Colvin et al. \[[@b10-medscimonit-23-353]\], and De Vecchi et al. \[[@b23-medscimonit-23-353]\] have reported the use of the LE strip in the diagnosis of PJI. However, two cut-off values (++ or ++/+) have been used in these above-mentioned studies, although they used the same kind of LE strip. This turns out to generate different sensitivities and specificities, even in the same study. In our study, we also found that two samples were hard to define since three doctors' opinions were not identical and we made the decision based on the majority of them. Indeed, there is currently no standard cut-off value for the LE strip in the diagnosis of PJI. In addition, some studies did not use the same reference standard for the diagnosis of PJI, although MSIS has been considered as the golden standard. All these factors lead to the difficulty of using the LE strip. Therefore, it might be better to use the automated reader to define the final result instead of using naked eye, which has been used in clinical labs in diagnosing the urinary tract infection. In our current study, we used MSIS as the reference standard and ++ as the positive result, and these generated the sensitivity and specificity of 84.21% (95% CI: 68.75\~93.98%) and 97.06% (95% CI: 84.67\~99.93%), respectively.

Another critical issue that aroused our attention was that since the result was based on color change of the strip, samples contaminated with blood might interfere with the reading result. Parvizi et al. reported that among the 177 included samples, there were 47 (26.6%) bloody samples that could not be read \[[@b8-medscimonit-23-353]\]. Wetters et al. also found that 29.2% of synovial fluid samples were mixed with blood and could not be read directly \[[@b21-medscimonit-23-353]\]. Similar to these studies, we also found 17 (23.61%) bloody samples in our study. Through centrifugation, the red cells were sedimentated to the bottom of the tube and the supernatant was used to drop on the strip, which generated the readable result. This method was also used in these published papers. We also found that after centrifugation, there were still some samples with slight red or insoluble cloud matter, which exerted a slight influence on the reading. These samples were defined as negative and were all in accordance with the MSIS standard.

There are still several limitations to our study. Firstly, any debris or blood in the synovial aspirate had the potential to influence the results of the colorimetric test in one-third of the aspirates. These samples could not be tested directly with colorimetric reagent strips. We addressed this concern by using centrifugation to separate the bloody contaminant from the synovial fluid in cases of bloody aspirate, a protocol that preserves the accuracy of the colorimetric test for LE. Although all individuals were trained to evaluate the LE strip test results, a possible bias might be introduced because of the subjectivity of LE strip interpretation. In addition, due to the colorimetric analysis of this reagent strip, subjective opinions might exist when making the decision. Therefore, in our study, we took three doctors' opinions into account when confronted with samples that were hard to define. It might be more precise if the colorimetric analysis of the strip is performed by the automated reader, which generates semi-quantitative readings, rather than by the naked eye, so that subjective variations in determining color can be avoided. Thirdly, we found that the color of the strip might be deepened with a longer interval of time, which might change the final definition. We speculated that this might be related to the thickness of the synovial fluid, which might take a longer time to penetrate through the membrane. Therefore, the appropriate time for reading the final result is worthy of further exploration in the future research. Last but not least, although results of samples after centrifugation were dependable, the number was still quite small, which means a larger number of samples are required to verify the efficiency of this method.

Conclusions
===========

The future for LE as a marker for PJI is promising. In revision arthroplasty, LE may be a more accurate and efficient predictor of infection at re-implantation than current markers such as ESR and CRP, which have a low specificity for PJI. Detection of LE in synovial fluid is considered to be simple, rapid, and valuable, demonstrating a high specificity and NPV for diagnosing PJI when compared with MSIS criteria.
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###### 

Comparison of LE strips test results and MSIS diagnostic criteria (n=63).

  LE strip test   MSIS diagnostic criteria   Total   
  --------------- -------------------------- ------- ----
  Positive        32                         1       33
  Negative        3                          27      30
  Total           35                         28      63

Two types of LE strips sharing the same results.

###### 

Sensitivity, specificity, positive predictive value and negative predictive value of LE strips.

  Items                           Results   95%CI
  ------------------------------- --------- ------------
  Sensitivity (%)                 91.4      75.8--97.8
  Specificity (%)                 96.4      79.8--99.8
  Positive predictive value (%)   97.0      82.5--99.8
  negative predictive value (%)   90.0      72.3--97.4

###### 

Comparison of the mean result of laboratory test for the cohorts with positive and negative findings for infection according to MSIS.

  Laboratory test   Mean value   P value   
  ----------------- ------------ --------- ---------
  ESR (mm/hr)       42.1         20.8      \<0.001
  CRP (mg/dl)       4.33         1.02      \<0.001
  WBC count (/μL)   34987        10983     \<0.001
  PMN percentage    87.22        48.91     \<0.001

###### 

Correlation between the LE reading and the ESR, CRP, WBC and PMN. The correlation coefficient for each pair of values is listed.

        LE      ESR     CRP     WBC     PMN
  ----- ------- ------- ------- ------- -----
  LE    1                               
  ESR   0.663   1                       
  CRP   0.604   0.658   1               
  WBC   0.578   0.428   0.563   1       
  PMN   0.854   0.589   0.521   0.612   1
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